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Annexure - I 

 
 

 
Triple Point of Argon with Realization Apparatus 
 
Specifications:   
Fixed Point Temperature: -189.3442 °C ± 0.0008°C  
Argon Gas Purity:   99.9999% or better  
Argon Cell Immersion Depth: 120 mm or higher  
Accuracy:  ± 0.0008 °C or better  
Entrant Well Inner Diameter ID: 7mm to 11 mm  
Plateau Duration: Minimum 4 Hour  
Power: As per Indian Standard  
Calibration: As per ISO IEC 17025: 2017 or NMI Traceable Certificate  
Warranty: One Year  
Installation: Installation will be done by Supplier at CSIR-NPL.  
Acceptance Criteria: All quoted capabilities shall be demonstrated at CSIR-NPL, 
New Delhi. 
 


